lia AlcoholTesterUploader.en-US.Installer.msi

1. Install the software , clock next to

finish the installation.
73 AT9000 - X
Installation Complete N
=

ATY000 has been successfully installed.

Click "Close" to exit.

Fleaze use Windows Lpdate to check for any critical updates to the NET Framework.

2. Install the driver Driver VCP_V1.4.0_Setup.exe click next to finish it.

#3 Virtual Com port driver V1.4.0 - InstallShield Wizard x
Ready to Install the Program

The wizard is ready to begin installation.

If you want to review or change any of your installation settings, click Back. Click Cancel to exit
the wizard.

Current Settings:

Setup Type:
Typical

Destination Folder:

C:\Program Files (x86)\STMicroelectronics\Software),

User Information:
Mame: MGsunflower

Company:

InstallShield

< Back G[nstall Cancel



3. If the driver auto installation failed, open the “Device manager” to find other devices to
install the driver by hand.
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After finished the installation the software and drive, find the icon



Password: 888888
Then you can do the data uploading follow my video guide.
Thank you!



